Continuous Suction Drainage of Postoperative Hematoma and Seroma Using Cystofix Device.
In this study, an easy and useful method used for the drainage of seroma and hematoma formations occurring after operations requiring extensive tissue undermining is presented. The method utilizes the trocar of the conventional suprapubic urinary catheterization system in combination with the catheter of the negative pressure vacuum drainage system. It provides quick, safe, and painless seroma and hematoma evacuation and can easily be performed in office setting. This journal requires that authors assign a level of evidence to each submission to which Evidence-Based Medicine rankings are applicable. This excludes Review Articles, Book Reviews, and manuscripts that concern Basic Science, Animal Studies, Cadaver Studies, and Experimental Studies. For a full description of these Evidence-Based Medicine ratings, please refer to the Table of Contents or the online Instructions to Authors http://www.springer.com/00266.